Construction of a Versatile Ultra-Low Temperature Scanning Tunneling Microscope 
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We constructed a dilution-refrigerator (DR) based ultra-low temperature scanning tunneling mi- 
croscope (ULT-STM) which works at temperatures down to 30 mK, in magnetic fields up to 6 T 
and in ultrahigh vacuum (UHV). Besides these extreme operation conditions, this STM has several 
unique features not available in other DR based ULT-STMs. One can load STM tips as well as sam- 
ples with clean surfaces prepared in a UHV environment to an STM head keeping low temperature 
and UHV conditions. After then, the system can be cooled back to near the base temperature within 
3 hours. Due to these capabilities, it has a variety of applications not only for cleavable materials 
but also for almost all conducting materials. The present ULT-STM has also an exceptionally high 
stability in the presence of magnetic field and even during field sweep. We describe details of its 
design, performance and applications for low temperature physics. 



I. INTRODUCTION 

The scanning tunneling spectroscopy (STS) technique 
by use of scanning tunneling microscope (STM) has be- 
come important for studies of low temperature physics in 
recent years. The STS is a powerful method to investi- 
gate local electronic density of states (LDOS) of material 
surfaces with high spatial (< 0.1 nm) and energy resolu- 
tions (< 1 meV) at cryogenic temperature below 10 K. 
Potentially, there are many applications in that tempera- 
ture range, for example, unconventional superconductors 
with low transition temperatures (T c ), quantum nanos- 
tructures on semiconductor surfaces, etc. In principle, we 
can expect better performance of STS at lower temper- 
atures because of smaller thermal broadenings of tunnel 
spectra and thermal expansion coefficients of materials. 
So far, several STMs that work at sub-Kelvin tempera- 
tures have been constructed; for example, 3 He refrigera- 
tor based STMs (T > 0.3 K) [J Bit and dilution refrig- 
erator (DR) based STMs (T < 0.1 K) 0, i, i, 0, H I3- 
However, due to technical difficulties, none of the existing 
DR-based STMs has the full ultrahigh vacuum (UHV) 
compatibility with which one can prepare clean sample 
surfaces in situ. In other words, samples are limited only 
to cleavable materials or those with chemically inert sur- 
faces for so far constructed STMs based on DR. 

In this article, we describe details of design, construc- 
tion and test results of a versatile ultra-low temperature 
STM (ULT-STM) which we have constructed recently 
[Tol [llj ]. It works at triple extreme conditions, i.e., at 
very low temperatures down to 30 mK, in high magnetic 
fields up to 6 T and in UHV. It has also the following 
unique features: one can (1) prepare clean sample sur- 
faces in a UHV chamber, (2) load the samples and tips 
to an STM head keeping low temperature and UHV con- 
ditions, and then (3) cool them back to near the base 
temperature within 3 hours. Therefore, the ULT-STM 
has a variety of applications without being restricted only 
to cleavable materials such as layered ones bound by the 
van der Waals force. It has been successfully used, for ex- 
ample, in STS measurements of Landau quantization in 



two-dimensional electron systems at surfaces of semicon- 
ductors [d| and graphites [13 , [bH . Il5| and of surface elec- 
tronic states in a spin-triplet superconductor S^RuCU 

ra- 



il. DESIGN AND CONSTRUCTION 

A. Cryostat with bottom-loading mechanism 

For sample/tip exchange, we adopted the bottom- 
loading mechanism, instead of the ordinary top-loading 
one because of the following technical reasons. (1) One 
can shorten the access length for a sample/tip transfer 
rod. (2) A specially designed DR with a large-bore cen- 
tral access for top-loading is not necessary. UHV cham- 
bers for sample/tip preparations and evaluations are lo- 
cated on floor of an experimental pit of 1.5 m deep. The 
cryostat is hung from an anti-vibration table and con- 
nected with the UHV chambers at the bottom (Fig. [1]) . 
The central part of the cryostat is a commercial DR [17| 
with a super-insulated dewar. The volume of liquid he- 
lium reservoir (74 liters) is large enough to maintain the 
base temperature for almost 3 days without refilling liq- 
uid helium. A 6 T superconducting magnet with a 90 mm 
bore diameter is immersed in the liquid-helium bath and 
surrounds a UHV can (see Fig. 2). All electronic equip- 
ments such as a current preamplifier [l8| and a controller 
[lj| for STM measurement are located in an rf-shielded 
box/room in order to eliminate electrical noises from out- 
side. 



B. STM head 

A photo and a cross-sectional view of the STM head 
[20| are shown in Fig. [31 The main body of the head is 
made of hard silver (Ag(> 99 at.%)+Cd (< 1 at.%)) and 
silicon silver (Ago.85Sio.15) rather than copper or copper- 
based alloys to prevent large nuclear-spin heat capacities 
in high magnetic fields at very low temperatures. These 
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FIG. 1: Overview of the ULT-STM. The thick arrows denote 
the loading path of samples and tips. 
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silver-based alloys have better mechanical strength com- 
pared to pure metals and proper thermal conductivity 
[2l| . On the other hand, a sample stage, sample holder 
and tip holder are made of high purity copper for better 
thermalization and moderate mechanical strength. They 
are thermally linked to the mixing chamber (MC) of DR 
through annealed silver foils and wires (see next section). 

The coarse approach of tip towards sample surface (Z- 
coarse approach) is obtained by the stick and slip motion 
with piezo actuators. Two of the actuators hold an inner 
ceramic tube, which contains a single-tube piezo scanner, 
on three sides of the triangular cross-section. The speed 
of Z-coarse approach is 60 /jm/s with an application of 
pulses of ±150 V at 0.5 kHz at temperatures below 4 K. 

The tip holder is fixed to one end of the piezo scanner 
with an M3 screw. The maximum XY scan area of the 
scanner is 1.5x1.5 /im 2 below 4 K, while 4.5x4.5 /j,m 2 
at room temperature. The sample holder is also screwed 
into the sample stage with M12. Samples are glued onto 
the sample holder with silver epoxy. For thermometry, a 
RuC>2 chip-resistor is attached to the sidewall of sample 
stage. 



FIG. 2: Central part of the cryostat. The STM head is located 
in the UHV space separated from the vacuum space for DR 
(light grey region). 



C. Thermal contacts and isolations 

The UHV space for the STM head is separated from 
the vacuum space for DR. Therefore, the inner vacuum 
can (IVC) is made of thin-wall stainless steel tubes (0.5 
mm thick) and welded bellows (0.12 mm thick) to reduce 
heat conduction from one end at 4 K to another at the 
base temperature (see Fig. EJ. The STM head is rigidly 
supported from the bottom of the IVC and thermally 
connected to the MC with three support rods made of 
copper (8 mm in diameter and 168 mm long). The STM 
head is surrounded by a copper radiation shield with a 
demountable bottom cap which is thermally anchored to 
the MC. 

The sample and tip are thermally anchored indepen- 
dently to the MC with additional well-annealed high- 
purity silver thin-foils and -wires. Mylar sheets (25 /im 
thick) are inserted between the sample stage/tip holder 
and the silver thermal links for electrical isolation. 

In order to minimize the access length for bottom load- 
ing, we made a specially designed attachment (thermal 



3 




FIG. 3: Photo (left) and cross sectional drawing (right) of the 
STM head. 



isolation tail) which separates the UHV space from the 
vacuum space for the dewar inside the outer vacuum can 
(OVC) (see Fig. The thermal isolation tail consists of 
three coaxial cylinders to minimize heat leaks from higher 
temperature sides. Several parts of the inner and outer 
cylinders are made of thin-wall stainless-steel tubes (0.5 
mm thick) and flexible tubes (0.15 mm thick). The mid- 
dle cylinder made of copper is thermally anchored to the 
neck of the dewar (T w 80 K). Between the cylinders, 30- 
50 layers of aluminized Mylar sheets (super-insulation) 
are inserted for radiation shielding. Two demountable 
baffles thermally anchored to 5 K and 80 K shield radia- 
tion through the access line from the bottom. 

To reduce heat leaks through electrical lead wires, we 
used two different kinds of wires in the IVC; a co-axial 
cable (inner conductor: superconducting NbTi wire of 
0.1 mm in diameter, outer conductor: CuNi tube of 0.6 
mm in diameter) for tunnel current detection or the bias 
voltage application and superconducting NbTi twisted- 
wires (each 0.10 mm in diameter) for the high voltage 
application to the piezo actuators. In the UHV space, all 
the wires are converted to insulated copper twisted- wires 
which are thermally anchored to the MC. 



D. UHV chambers 

The UHV chamber [22| consists of three parts: (1) 
load-lock chamber, (2) preparation/analysis chamber, 
and (3) precooling chamber (see Fig. [I}. The actual pro- 
cedure of sample/tip preparation is as follows. At first we 
introduce a new sample or tip into the load-lock cham- 
ber and evacuate it below 10 -5 Pa by a turbo molecular 
pump. The tip can be cleaned by electron beam heat- 
ing, if necessary. Then it is transferred to the prepara- 
tion/analysis chamber with a magnetic transfer rod. We 
can prepare a clean sample surface here by resistive heat- 
ing and/or argon ion sputtering in a UHV environment 



(« 10 -8 Pa) achieved with an ion pump and a titanium 
sublimation pump (1600 t/s). The surface quality can be 
analyzed by low-energy electron diffraction (LEED). Af- 
ter the surface preparation, the sample/tip is transferred 
to a copper platform in the precooling chamber. Here it 
is cooled by liquid nitrogen or liquid helium flow down 
to 100 K or 7 K, respectively. The sample cleavage can 
be done at various temperatures between 7 and 300 K by 
pushing a small post glued on top of the sample with a 
blade in this chamber. Finally, the precooled sample/tip 
is transferred to the STM head. 



E. Vibration isolation 

The whole cryostat is suspended from the anti- 
vibration table with air springs, dampers (vertical direc- 
tion) and rubber stacks (horizontal direction). Mechan- 
ical resonance frequencies of this system are 1.5 Hz in 
the vertical and 2.0/2.5 Hz in the horizontal directions, 
respectively. Four support pillars of the table are filled 
with sand for vibration damping. Vibrational and acous- 
tic noises generated by vacuum pumps for DR operation 
are eliminated by installing them on a rigid frame with 
rubber springs and dampers in an acoustic shielded box. 
Soft bellows are inserted in pumping lines near the top 
of the cryostat. Especially, T-shaped bellows are used 
for the still pumping line (76 mm in diameter) of DR. 
To increase the rigidity of the DR unit in the IVC, we 
inserted additional thermal isolation supports between 
different temperature stages below the 1 K pot. 



III. TEST RESULTS 

A. Sample/tip exchange 

Figure 2] shows time evolutions of temperatures of the 
precooling stage and STM head during the sample/tip 
exchange procedure. Before inserting the sample/tip, we 
first stop the 3 He circulation of DR. Although the STM 
head is warmed temporarily up to about 10 K by the 
insertion, it quickly cools back to 2 K due to a large 
heat capacity of 3 He- 4 He mixture liquid in the DR unit. 
By restarting the 3 He circulation, it cools back below 70 
mK in only 1.5 hours. It takes about 15 hours more to 
reach the lowest temperature below 30 mK. The quick 
turnaround back to near the base temperature within 
3 hours in total is one of extraordinary features of this 
ULT-STM. 



B. Basic performance of the ULT-STM 

To demonstrate the basic performance of ULT-STM, 
we carried out test measurements using a 2H-NbSe2 sam- 
ple. 2H-NbSe2 is a well-studied material in which the 
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FIG. 4: Time evolutions of temperatures of the precooling 
stage and STM head during the sample/tip exchange proce- 
dure. 



superconducting phase (T c =7.2 K) and the charge den- 
sity wave (CDW) phase (Tcdw=33 K) coexist. We used 
electrochemically etched W-wires as STM tips for these 
measurements. 

Figure[5ja) shows a constant current image of a cleaved 
surface of 2H-NbSe2 at T = 170 mK. The atomic corru- 
gation of surface Se as well as the CDW modulation are 
clearly visible. In the spectroscopy mode, we measured 
a set of tunnel spectra averaged over a 2 x 2 nm 2 area 
at various temperatures (Fig. 0(b)) . An expected tem- 
perature dependence of the superconducting energy gap 
is observed here. The modulation frequency used here 
is 511.7 Hz, and the modulation amplitude is 20 and 50 
/iV rms for T < 0.77 K and T > 2.8 K, respectively. 

In Figs.[S^a)(b), we show dl/dV images in the presence 
of magnetic fields of 0.2 and 0.4 T on the same sample 
surface as in Fig. [5l As the bias voltage is tuned at 
one of the coherence peaks of the gap structure for these 
images, the dark spots represent the vortex cores [23| . 
Note that the scan area (500 x 250 nm 2 ) here is much 
larger than that (5x5 nm 2 ) in Fig. [5] The Abrikosov 
(triangular) lattices of the quantized vortices are formed 
without distortions. 
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FIG. 5: (a) Constant current image of the surface Se atoms 
of a cleaved 2H-NbSe2 sample obtained at T = 170 mK (5x5 
nm 2 , V = —10 mV, I = 0.20 nA). A clear atomic corrugation 
and a CDW modulation are observed, (b) Tunnel spectra 
obtained at various temperatures (V = —6.0 mV, I = 0.20 
nA). The dl /dV curves are offset by 1 unit steps for clarity. 
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FIG. 6: dl/dV images of 2H-NbSe2 in magnetic fields of (a) 
0.2 T and (b) 0.4 T showing the Abrikosov (triangular) lat- 
tices of the quantized vortices (T = 100 mK, 500 x 250 nm 2 , 
V = —1.0 mV, I = 40 pA). The dark spots represent the 
vortex cores. 

To evaluate the energy resolution SE in the tunnel 
spectroscopy (TS) mode quantitatively, we performed TS 
measurements of conventional superconductors such as 
Ta, Nb, etc. where the standard BCS theory is applica- 
ble. The normalized tunnel conductance (Gns) of a nor- 
mal metal-superconductor (N-S) junction at finite tem- 
peratures is given by (24[: 



G 



NS 



N S (E) 
N(Q) 



df(E + eV,T) 



d{eV) 



dE, 



where, 



Lgj 



N(0) ) V 



(\E\ > A(T)) 
(\E\ < A(T)). 



(1) 



(2) 



Here, N S (E) is the density of states of superconductor, 
and N(0) is that of normal metal at the Fermi energy 
Ep. E is the energy measured from Ep, and f(E,T) is 
the Fermi distribution function at finite T. A(T) is the 
T-dependent superconducting energy gap. 

Figure [7] shows a measured tunnel spectrum at T = 52 
mK with a mechanically sharpened superconducting Nb 
tip (0.3 mm in diameter) on a normal metallic Au film 
(120 nm thick) evaporated on a mica substrate. The 
solid line is a calculated conductance using Eq. (Q]) with 
A(0) = 1.1 mcV and T = 350 mK. This T value is much 
higher than the temperature indicated by the thermome- 
ter, since this represents not only thermal broadening 
but also smearing due to electrical noises 5V in measur- 
ing circuits. Thus we call this effective temperature T e g 
to distinguish from actual temperature of the sample and 
tip. The T cS (= 350 mK) can be converted to SE (~ 100 
fieV) using the relation SE ~ 3.5fcBT e ff [HI]. 

We estimated SV ~ 100 fiV independently by measur- 
ing a superconductor-superconductor (S-S) tunnel spec- 
trum of Ta-Ta. Note that SV is a dominant factor of SE 
in the S-S tunnel spectra at temperatures well below T c 
HI], i.e., SE ~ eSV (w 100 /ieV). Thus we conclude that 
the energy resolution in our TS measurements is almost 
determined by the electrical noises not, for instance, by 
the hot electron effect. 



C. Stability against magnetic field sweep 

Figure [Sfa) is an STM image of a surface of highly ori- 
ented pyrolytic graphite (HOPG) obtained at T = 1.7 
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FIG. 7: Open circles: tunnel spectrum obtained with a Nb 
tip on a Au film (T = 52 mK, V = -6.0 mV, / = 2.0 
nA, Vmod = 20 pVrms, /mod = 511.7 Hz). Solid line: cal- 
culated conductance using Eq. fTJ with A(0) = 1.1 meV and 
Toff = 350 mK (see text). The fitted line deviates from the 
data substantially at energies near ±1 meV inside the su- 
perconducting gap as was observed by the previous workers 
[3i E3 • The deviation seems to be sensitively influenced by 
tip conditions such as the composition of tip apex, etc. 

K in B = 6 T. The image shows a good atomic reso- 
lution without any distortions, and this is always true 
at any stationary fields from to 6 T. What is unusual 
for this ULT-STM is that similarly clear images are ob- 
tained even during sweeping magnetic field from 3 to 6 
T and vice versa (Fig. HJb)(c)). These demonstrate that 
the system is surprisingly insensitive to the application 
of magnetic field, which is another distinguished perfor- 
mance of this system. Slight deformations (< ±20°) of 
the atomic rows are, however, noticed in the images ob- 
tained during the field sweep. This is presumably due to 
a weak magnetic force produced by a tiny magnetization 
of the STM head. 



D. Sample preparation in UHV 

Taking advantage of the UHV compatibility of this 
ULT-STM, we made STM imaging and STS mea- 
surements on quasi zero-dimensional (0D) and two- 
dimensional (2D) electron systems in an InAs film. The 
InAs film (30-100 nm thick) was grown on a GaAs(lll)A 
substrate by the same molecular-beam epitaxy method 
as that described by Kanisawa et al. [28| in a sepa- 
rate UHV chamber. The InAs surface was passivated 
in situ by evaporation of an As film. Then the sample 
was transferred to the ULT-STM through an temporary 
exposure to air. We succeeded in retaining the clean sur- 
face after removing the As passivation layer by heating 
up to 380 °C in UHV. Figure 1 shows STM images of 
an InAs surface obtained in such a way. A stacking- 
fault tetrahedron, in which the quasi 0D electron system 
is confined, (Fig. [Ha)) and individual surface In atoms 
with the (2 x 2) reconstructed pattern are clearly visi- 




S-C : 53 *sg B-C ; 58 deg 

C-A : 49 cleg C-A 7S deg 

FIG. 8: STM images of an HOPG surface obtained (a) in a 
stationary field of 6 T, (b) during field sweeps from 3 to 6 
T and (c) from 6 to 3 T with a speed of 0.17 T/min. The 
three lines on each image denote symmetry axes of triangular 
lattice (T = 1.7 K, 5 x 5 nm 2 , V = 200 mV, I = 0.24 nA). 

ble (Fig. [2Kb)). In addition, the Landau quantization of 
the 2D electron system is observed in TS measurements 
at temperatures below 30 mK in magnetic fields up to 6 
T 12]. These measurements became possible only using 
the present ULT-STM with the full UHV compatibility. 




FIG. 9: STM images of an InAs(lll) surface after removing 
the As passivation layer in the manner described in the text. 
The images are obtained after cooling to 30 mK. (a) The 
triangle in the upper middle is a plane of a stacking fault 
tetrahedron (200x200 nm 2 , V = 0.50 V, I = 0.20 nA). Bright 
spots are probably corresponding to an As residue, (b) An 
STM image of the (2 x 2) surface reconstruction (10 x 10 nm 2 , 
V = 0.50 V, / = 0.40 nA). 
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